Commercially Pure Porous Titanium (CPPTi) can be used for surgical implants to avoid the stress shielding effect due to the mismatch between the mechanica l properties of titanium and bone . Most researchers in this area deal with randomly distributed pores or simple architectures in titanium alloys. The control of porosity, pore size and distribution is necessary to obtain implants with mechanical properties close to those of bone and to ensure their osseointegration . The aim of the present work was therefore to develop and characterize such a specific porous structure. First of all, the properties of titanium made by Selective Laser Melting (SLM) were characterized through experimental testing on bulk specimens. An elementary pattern of the porous structure was then designed to mimic the orthotropic properties of the human bone following several mechanical and geometrical criteria . Finite Element Analysis (FEA) was used to optimize the pattern . A porosity of 53% and pore sizes in the range of 860 to 1500 µm were fi.nally adopted . Tensile tests on porous samples were then carried out to validate the properties obtained numerically and identify the failure modes of the sam_ples. Final!y, FE elasto_plastic ana!yses were yerformed on the porous samples in order to propose a failure criterion for the design of porous substitutes . .
Introduction
200 MPa by Reilly and Burstein (1975) and Reilly et al. (1974) . In long bones, the cortical tissue represents approximately 25%
In most cases, clinical failure of prosthetic solutions is due to the stress-shie lding generated by the mismatch of mechanical properties between bone and implant (Karachalios et al., 2004) . The mechanica l properties of bone depend on many factors such as anatomical part, sex and age. The global elastic properties of cortical bone are usually described by the orthotropic tensor of elastic moduli defined by nine constants. Its longitudin al compressive strength was estimated to be of the whole bone volume . Consequently, as a first order approximation an apparent compressive strength of 50 MPa is considered in this study.
The intrinsic properties of bulk titanium are significant ly higher than those of cortical bone. To minimize the negative impact of this stiffness incompatibility, substitutes with a controlled porosity can be introduced . Oh et al. (2003) obtained the Young's modulus of porous titanium close to that of bone by changing the voids volume fraction fv . They reduced this property from 110 GPa (bulk titanium) to 10 GPa for fv = 0.35. Moreover, as demonstrated by many authors (Otsuki et al., 2006 ; Heinl et al., 2008 ; Xue et al., 2007 ; Hollander et al., 2006) , the existence of porosity is also propitious for the substitute osseointegration, the essential factor of the longterm reliability of the implant . The question arises : do the size, shape, topology and volume fraction of voids have any influence on the substitute colonization? Only a few studies have addressed this crucial problem . There is no consensus in the literature about the optimal pore size to enhance bone ingrowth . In their pioneering work, Otsuki et al. (2006) showed that the pores of the structure have to be interconnected in order to ensure the bone ingrowth . These authors also compared the type of tissue formed as a function of time and implant internal architecture . They tested two levels of porosity (50% and 70%) combined with two ranges of pore sizes (between 250 and 500 µm and between 500 and 1500 µm) and concluded that the size of pores should range from 500 to 1500 µm for both levels of porosity to get a tissue of good quality. Xue et al. (2007) demonstrated that the bone colonization is impossible for a pore size under 100 µm . Chen et al. (2009) tested the osteogenesis on structures with pores ranging from 100 to 400 µm but did not speak out against higher pore dimensions . Hollander et al. (2006) tested porous structure with pore dimensions of 500, 700 and 1000 µm and concluded that the growth of human osteoblast is possible for all these types of porosities . Those authors did not indicate a maximal pore size either. Generally speaking, no clearly identified rule exists to allow the optimal design of implants or bone substitutes in commercially pure porous titanium (CPPTi) .
Several manufacturing processes of porous titanium are known among which freeze casting (Yook et al., 2009) , space holder technique (Niu et al., 2009) , rapid prototyping (Li et al., 2006) or laser processing (Parthasarathy et al., 2010; Heinl et al., 2008; Krishna et al., 2007) . Freeze casting and space holder processes mostly lead to randomly distributed pores whereas rapid prototyping and laser processing are adopted when a controlled architecture is required .
The freeze casting technique enables a porous material with a compressive strength close to that of bone to be obtained, but its main drawback underlined by Yook et al. (2009) is the pore size that does not exceed 300 µm for a long manufacturing time of 7 days . Higher pore sizes can be reached with the space holder technique but the mechanical properties obtained are lower than those of human bone (Niu et al., 2009) . In both cases, the control of the elastic properties anisotropy seems to be difficult .
In the literature, rapid prototyping and laser processing are often reported to generate bulk titanium or porous titanium with simple pore architecture (Parthasarathy et al., 2010 ; Heinl et al., 2008; Krishna et al., 2007 ; Li et al., 2006) . These techniques are generally used in the case of titanium alloys .
In this paper, the Selective Laser Melting (SLM) process was chosen to produce porous titanium with a particular periodic internal architecture . In a first part, the properties of titanium samples processed by SLM are studied and compared to the ISO Standard Specifications . Crystallographic texture and residual stress measurements are also examined to estimate the anisotropy of samples obtained by this technology.
In a second part, an elementary pattern is designed to approach the mechanical properties of human bone and to enable the optimal implant osteointegration . The final section is dedicated to the question of elastoplastic global properties and simple failure assessment for such porous implants .
2.
Materials and methods 2.1.
Criteria for elementary pattern de.finition
To design and optimize an elementary pattern for bone substitutes, several criteria had to be simultaneously taken into account . With biocompatibility, the criteria adopted in this study are as follows :
• Elastic (global) properties as close as possible to those of cortical bone (including the anisotropy) . • A maximal allowed apparent stress not exceeding 50 MPa . • A maximal stress exerted at any point of the pattern smaller than aad = ay / k , where ay is the yield point of the CP Ti and k = 1.5 corresponds to a safety coefficient .
• Interconnected pores (Otsuki et al., 2006) . • A pore size greater than 100 µm to facilitate bone colonization (Shiomi et al., 2004; Xue et al., 2007 ; Chen et al., 2009 ) . • A porosity in the range of 50% to 70% as defined by Otsuki et al. (2006) . • A pattern shape enabling the perfect periodic paving of 30 space.
To perform such an optimization, the mechanical properties of commercially pure titanium processed by SLM have to be identified first. A classical experimental procedure is adopted to characterize the elastoplastic properties of CP Ti.
2.2.

Characterization of CP Ti processed by SLM
Elastoplastic properties of CP Ti processed by SLM To characterize the intrinsic properties of CP Titanium processed by SLM, three types of standard tensile test specimens (NF EN ISO 6892-1) have been manufactured with a SLM machine prototype . The direction of powder layer deposit varied for each type of specimen and was either longitudinal (L) , transverse (W) or through specimen thickness (T) . According to the standard, the dimensions of the gauge part of the samples have been fixed to 7 mm (L) x 3 mm (W) x 0.5 mm (T) . The actual raw gauge sections of the specimens were measured after fabrication with an optical 30 measurement device (InfiniteFocus, Alicona, Austria) .
The elastoplastic properties of the material have been determined using an Instron 5866 tension/compression testing machine equipped with a load-cell allowing a precise force measurement with an error less than 0.4% in the range of 0.1-10 kN . The Bluehill 2 software package was used to control the nominal stress rate during tests . A video tension device developed by Apollor ® enabled the strain measurement . All the tests have been carried out at room temperature and quasi-static strain rate (10-3 s-1) . 
Crystallographic texture and resid ual stress measurement
Because of the high temperature gradient induced by SLM during material melting, residual stresses and pronounced crystallographic texture are often observed inside the parts produced with this fabrication process . These quantities generally lead to the appearance of an induced anisotropy of the material and influence its fatigue life.
In the present work, a four circles Seifert XRD 3003 PTS goniometer was used to determine the crystallographic texture of a 10 x 10 x 10 mm 3 cubic specimen fabricated by SLM. Since the alpha titanium is obtained by SLM, the {101} crystallographic planes were analysed on two faces of this sample and the corresponding pole figures were obtained .
The residual stresses were determined with a Proto IXRD goniometer equipped with a copper tube . In accordance with the European standard, the sin 2 t method was used considering the {213} planes . Tura 5 x 5 x 5 mm 3 cubic specimens were prepared for these tests . The geometry and face designation as well as the coordinate frame attached to the cubes are indicated in Fig. 1 .
The measurement of residual stresses was performed on the six faces of bath cubes in order to study the influence of the powder deposit and melting directions . For each specimen, the deposit direction corresponded to axis 3 and started from face 6 (bottom) . After powder deposition, the external wall of the layer was melted followed by the filling of its core in the direction 1 or 2 . To avoid the generation of a preferred orientation, for each next deposited layer the melting direction was permuted .
2.3.
Design and fmite element improvement of the elementary pattern geometry
The elementary patterns were first designed in the software package Solidworks 2003 respecting the various criteria cited in Section 2 .1concerning the minimal pore size, porosity and perfect paving of 30 space. Elastic Finite Element analyses were performed to improve the design . The FE meshes for all patterns were created using MSC Marc Software . Because of the existence of three planes of symmetry, only one eighth of every elementary pattern was meshed using hexahedral and pentahedral elements . Periodicity conditions were applied to the model on the appropriate faces. An example of the FE mesh can be appreciated in Fig. 2 . The same software was used to perform the finite element analyses. Tura types of load leading to an apparent equivalent stress of 50 MPa were applied to identify the global elastic orthotropic properties of the pattern . Simple tension in the three principal directions was modelled to determine Young's moduli Ex . Ey , Ez and Poisson's ratios vXY , vyz , vzx · Pure shear in planes XOY, YOZ and ZOX was simulated to estimate transverse moduli GXY . Gyz and Gzx (see Fig. 2 for coordinate system definition) . Based on the results of Section 2 .2 , the elastic behaviour of the bulk CP grade 2 Ti was supposed to be isotropie . The average value of Young's modulus of 100 GPa was deduced from these tests . The commonly admitted value of the Poisson's ratio of 0.33 was also used, see Shiomi et al. (2004) . For each geometric configuration, the concentration factor of von Mises stress on individual beams constituting the pattern was analysed and compared to the material allowable stress . After each design of the elementary pattern, numerical simulations were done in order to check the resulting elastic properties . The design improvement was performed in loop until the properties of the pattern fitted the mechanical criteria outlined previously in this paper.
2.4.
De.finition of porous tensile specimens for the determination of substitute elastoplastic properties
In order to verify the adequacy of the mechanical properties provided by the simulations on the optimized pattern with the ones of a porous structure generated by SLM, experimental tensile tests were carried out. The porous specimens used in this mechanical study are illustrated in Fig. 3 and were named X, Y and Z, in accordance with the coordinate system in Fig. 2 , depending on the orientation of the elementary pattern in the porous area with respect to tension direction . All specimens were manufactured using a SLM machine prototype . They were composed of a porous gauge area and two gripped ends in bulk titanium and were designed in such a manner that four elementary patterns were present in the tension direction and at least two patterns in the transverse directions, Fig. 3 . For each direction tested, three samples were manufactured . The theoretical porous cross sections normal to the tension directions were 5.74 x 9.95 mm 2 , 4.2 x 9.95 mm 2 and 4.2 x 11.5 mm 2 ,
Fig. 3 -Tensile specimens of CPPTi (downwards: X, Y and Z type specimens).
respectively for the X, Y and Z samples. The corresponding porous zone lengths were 8.4, 11.49 and 19.9 mm in the same order. The same experimental devices as those used for the mechanical tests on the bulk specimens were employed for these tensile experiments .
Concerning the effective elastic properties of these porous structures, only the Young's moduli were determined experimentally. The values of the remaining elastic constants (shear moduli and Poisson's ratios) were not characterized . The usual plastic properties of the porous titanium were identified, i.e. Rp 0 _ 2 , Rm and A% . The true global and local (pore) dimensions of all nine specimens were characterized using a Phoenix Micro CT scan and compared with the theoretical ones.
To perform the measurement of the strain with the video-traction device, two points were marked on each specimen bulk part as illustrated in Fig. A .1 (Appendix) . To characterize the mechanical properties of the porous titanium, the experimental force-displacement curves had to be corrected subtracting the stiffness of the bulk parts of the specimen. The details of this procedure are provided in Appendix .
The aim of these tests was to investigate the apparent elastoplastic properties of the porous structure and to observe the failure modes as a fonction of the pattern orientation with respect to the tensile direction .
2.5.
Identification of porous implant dimensioning criterion
An analysis of fractured tensile porous specimens was carried out in order to propose simple criteria enabling the dimensioning of SLM made porous implants .
The method used to identify the failure criterion of bone substitutes consisted in comparing experimental and numerical global stress-strain curves of porous tensile specimens .
The finite element meshes of the three types of specimen were built respecting the true specimen dimensions measured via Micro CT scanning. Only one eighth of each sample was meshed with mainly hexahedral elements using 
Results and discussion
3.1.
Elastoplastic properties of CP Ti grade 2 processed by SLM Three standard tensile test specimens of CP grade 2 Ti were tested for each direction of melting . The true stress-true strain curves were obtained using the actual specimen cross sections . As an example, Fig. 4 shows the three curves obtained for the tension direction (T) . It clearly appears that SLM process ensures a good repeatability as the maximum stress deviation with respect to the average curve does not exceed 2%. A similar conclusion can be drawn for the two other directions, not illustrated in this paper. The trends reported in our study are in agreement with the results of Vandenbroucke and Kruth (2007) on SLM grade 5 titanium . These authors observed that the SLM process increases the yield point and ultimate tensile strength by 50% and reduces the elongation by 25% .
3.2.
Crystallographic texture and residual stress measurement 100 0 0 0.02 0.04 0.06 0.08 0.1 0.12 0.14 0.16 0.18
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The two pole figures obtained from the crystallographic analysis are illustrated in Fig. 5 , showing maps of the iso-lines of the orientation intensity factor. It is commonly recognized that the tested material becomes textured when this intensity Compared with the ISO Standard Specification for unalloyed titanium 5832-2, the plastic properties of the SLM CP grade 2 Ti are higher except for the material elongation . Indeed, the conventional yield point and ultimate tensile strength are almost twice as high as the ISO specifications.
On the one hand the elongation is reduced by 15% in L, 27% in T and 75% in W directions . This important drawback can be partially attributed to the thickness of specimens tested (T = 0.5 mm -comparable with the diameter of porous pattern struts) which is relatively small with respect to the specimens roughness . Indeed a ten-point mean roughness of these specimens, obtained using Alicona InfiniteFocus microscope, was R2 = 45 µm . On the other hand however, the SLM process is commonly used to manufacture patientspecific implants to suit the patient morphology . As a consequence, no adjustment by plastic deformation of implant is needed during surgery contrary to conventional implants . In such a situation , the critical elongation of the material is not necessarily a dimensioning parameter. factor is higher than 3. As the two pole figures indicate intensity factors not exceeding 2.3, it can be concluded that there is no preferred crystallographic orientation of grains constituting the sample . Consequently, the randomly distributed texture of this SLM-processed titanium leads to the isotropy of its elastic and plastic properties, at least initially.
The results of the residual stress analysis are reported in Table 2 . The residual stresses have only been measured on the external faces of the cubes . This Table shows that five faces of the examined cubes are subjected to a bi-axial compressive stress state. Face 1, however, undergoes positive stresses . This result can, at least partially, be attributed to the cooling process of the samples studied . First of all, it must be noted that faces 6 and 1correspond respectively to the first and last deposited layers. During the SLM process, layer n is directly affected by the cooling of layer n +1consecutive to its melting. Indeed, the thermal contraction during the cooling of layer n + 1generates compression in layer n and tension in layer n + 1. Therefore face 1 is subjected to tension and face 6 to compression . These faces having the normal vector parallel to axis 3 of coordinate system attached , only a 11 and a22 stress components are different from zero. A similar 180 lntensity factor (0.08) - explanation holds for the lateral faces. Indeed, as presented in Section 2.2, after the powder deposition, the external wall was first melted by the laser followed by the layer core. This means that the core of the sample cools down after the external specimen surface. This explains the development of negative residual stresses on lateral faces in directions 3 and 1or 2, as a fonction of the face considered (2, 3, 4 or 5) . The presence of negative values of stress on faces 2 to 6 of the SLM-made samples indicates that this process is well adapted to the fabrication of implants subjected to cyclic loads as residual compression stresses delay crack initiation . However since positive stresses are obtained on the last face of the cube, attention must be paid to the melting path chosen for bone substitute manufacture . A local heat treatment can be used to reduce this stress, for instance by heating the last melted layer, without any material deposit, by the laser beam used (Shiomi et al., 2004) .
It must nevertheless be emphasized that all the values appearing in Table 2 are relatively small (o-max = 180 MPa, OEmin = -115 MPa) compared to the material conventional yield stress ("'520 MPa). As no work has been found in the literature concerning residual stress induced by SLM on CP grade 2 titanium, the results obtained in this paper have been qualitatively compared with those on steel provided by Shiomi et al. (2004) . The generation of residual stresses by SLM has been studied on a metal composed of 69.6% of standard chrome molybdenum steel, 21.7% of Ni and 8.7% of CuP. The authors observed a tensile residual stress on the top surface of about 400 MPa . A significant gradient of residual stress was found near this top surface. Indeed, a value of 80 MPa was measured at a distance of 1 mm from this surface leading to the mean gradient of 320 MPa/mm . Tura comments can be formulated concerning this comparison . First, in our nondestructive tests only external surfaces have been examined . Consequently, the stress gradient obtained by Shiomi et al. cannot be discussed . Next, the relatively high values of residual stresses determined (Shiomi et al., 2004) are probably due to the specific SLM parameters used . If one compares this method with the welding process, it is well known (Wohlfart , 1986; Lieurade , 1987) that the level of residual stresses, but also their sign, strongly depend on the welding parameters and especially on the energy flux transferred to the sample. 
3.3.
Elementary pattern design
The leading idea in designing the elementary pattern was to use interconnected 30 irregular "asterisks" made of straight beams connected together. In order to obtain anisotropy of its elastic properties similar to that of human cortical bone, the length and orientation as well as the cross sectional area of these beams were adapted to respect all the criteria cited above . Let (0; ex , ey , ez) be the coordinate system attached to this pattern coinciding with its planes of orthotropic symmetry. It was decided to generate the highest stiffness in the X direction. To reach this aim, four of the straight beams were arranged parallel to this axis. To get lower properties in the Y and Z directions, the remaining beams form a six branch asterisk, see Fig. 6 . Several configurations were tested leading to the final pattern geometry illustrated by the same Figure . The main theoretical dimensions of this pattern are referenced in this Figure and their values are summarized in Table 4 . They induce the theoretical pattern porosity of 53%. The pore length in X direction is 900 µm and its cross-section in Y-Z plane can be characterized by two diagonals of 860 and 1500 µm also indicated in this Figure .  Fig. 2 shows the von Mises stress field for the final pattern geometry, obtained in tension along the X axis. The applied global tensile stress is 50 MPa . The maximal value of this stress is concentrated at the base of the X-oriented beams and reaches 365 MPa . This value is lower than the SLM CP Ti conventional yield point and leads to a safety factor k = 1.45 .
The elastic moduli of the final pattern obtained by the numerical simulations are summarized in Table 4 and compared to those of human cortical bone reported in the literature . It appears from this Table that the bone orthotropy is well respected by the pattern . However, the theoretical longitudinal and transverse moduli are significantly higher than those of bone . For instance, the maximal ratio between the Young 's moduli of the pattern and mandibular bone reaches 1.56 in Z direction . This observation suggests that the beam cross-sections are too large. Nevertheless, one should remember that the size of beam cross-section results from the strength criterion and safety factor adopted . Consequently, any decrease of beam cross-section area will result in the increase of stresses and violation of this criterion as suggested by the results of Fig. 2 . Even so, these moduli are much smaller than the elastic properties of the classical metallic materials used in surgical implants . Indeed, the bulk CP grade 2 titanium typically used in craniomaxillofacial implants leads to a ratio of longitudinal moduli approaching 10.00. These results underline also the remarkable properties of bone tissue compared to the metals such as titanium, wellknown for its high strength-to-weight ratio .
Measurements of actual dimensions of the pattern and estimate of the geometric tolerance of the samples obtained by SLM
Before carrying out the tensile tests allowing the determination of the elastoplastic properties of the porous structure, it was necessary to estimate the actual size of each specimen and to check the performance of the machine used to precisely reproduce their complex geometry. Measurements of the true dimensions of the gauge part of porous tensile specimens have been carried out using a Phoenix Micro CT scan. The voxel size of the 30 abjects obtained was 10 µm.
First of all it must be noticed that the melting process ensures good interconnectivity throughout the whole specimen volume ; no flaws were detected in all samples within the precision of the Micro CT scan employed . The comparison of the theoretical and typical real pattern geometries is illustrated in Fig. 6 . This Figure well illustrates the fact that the real struts Moreover, one can observe an important ten-point mean dimensions are slightly greater than the theoretical ones .
For each sample, its external dimensions (PX , PY, PZ) were roughness of physical specimens with an R2 value of around characterized as well as the cross-sectional sizes of struts defined by dimensions A , B, C, D, E, and F indicated in the same Figure . Table 3 summarizes all values of the theoretical and average real pattern dimensions . Analysis of Table 3 indicates that an insignificant difference between the theoretical and real external pattern dimensions exists . The actual enveloping parallelepiped is smaller than the theoretical one. The biggest discrepancy is observed in Y direction and reaches -2.65% . However the cross section areas of the actual beams are significantly different from the theoretical ones . The largest mismatch concerns the struts' widths C and D where errors exceed 5% . The average ratio between the actual and theoretical cross sections was estimated to be 1.09 leading to an error of about 9% . Consequently, the actual specimen porosity was estimated (by volume measurement) to be 48% instead of the theoretical value of 53%. 45 µm estimated using Alicona InfiniteFocus optical device . The arithmetic roughness was evaluated to a value of Ra = 8.6 µm, see also Fig. 7 .
Elastoplastic properties of the porous tensile samples. Failure assessment proposition
In vivo, bones are mostly loaded in compression and bending .
Consequently bone substitutes should be tested under such loadings . However in the case of porous substitutes, this stress state induces locally tension, compression, bending or shearing stresses . Even if tension is one of the most critical loadings leading to the structure fracture, it also seems to be necessary to address the problem of the local buckling of struts during compression loading. In the Euler buckling theory the strut slanderness is defined by the ratio between the effective buckling length Le and the square root of the I/A quotient, where I is the moment of inertia and A the area of the strut cross-section . In our pattern the buckling phenomenon is the most likely to occur for the Z-oriented struts of dimensions 0.6 x 0.6 x 0.75 mm 3 . These struts can be considered as short columns with fixed-fixed boundary condition . In this case the slenderness ratio is equal to 2.15. It is commonly accepted that compression members having slenderness ratio smaller than 30 exhibit essentially no instability and fail by yielding or crushing. So, for the value of slanderness ratio of 2 .15 there is no risk of buckling .
Consequently it seems adequate to test the implants in tension .
Tensile tests on porous specimens were carried out in the three principal directions X, Y and Z. Since the transversal displacements have not been measured and the hypothesis of volume conservation is not valid for porous materials, it was impossible to calculate the Cauchy's true stress. Consequently, the nominal stress and the true strain of the gauge part of the specimen were calculated, taking into account the real sample dimensions and the correction procedure presented in Appendix .
The apparent Young's moduli, conventional yield stress Rp 0 _ 2 , ultimate strength Rm and the corresponding elongation A% of the structures were identified in each direction . The results (average values from three tests) are reported in Table 5 and compared with the corresponding properties of the cortical tissue of long bones determined by Cowin (1989) . The experimental data are provided for longitudinal and transverse directions in tension and compression .
On the one hand, it was observed in Table 4 of Section 2.4 that the Young's moduli provided by the numerical calculations on the elementary pattern were significantly higher than those of bone . The same remark can be made concerning the experimental results, according to Table 5 . On the other hand, the direct comparison of Tables 4 and 5 shows that these experimental values in X and Y directions are greater than the theoretical ones. Differences of 32% and 10% are calculated respectively taking into account the mean experimental data .
This difference can be partially attributed to the porosity of the actual samples which is lower than theoretically determined . The highest discrepancy observed in X direction can also be explained by the ratio L/ l which is relatively high compared to the other specimens . Consequently, the strain measurement is strongly influenced in that case by the bulk parts and the apparent Young's modulus deduced is overestimated .
It can also be observed in Table 5 that the conventional yield point of the porous specimens is a fonction of the sample type . The lowest value of 96.2 MPa is obtained in Y direction and is even greater than the transverse strength of cortical bone of 51 MPa (Cowin, 1989) . The highest value of 133.3 MPa is observed in X direction and is comparable with the tensile longitudinal strength of 133 MPa reported by the same author. Similar values were provided by other authors, see for instance Reilly and Burstein (1975) and Reilly et al. (1974) .
The values of ultimate strength are also higher for the porous structure than for bone . The ultimate apparent elongation of porous samples is relatively weak but remains greater than that of bone for directions Y and Z. In X direction the low value of titanium samples elongation A% of 3.0 is partially due to the important roughness (Rz = 45 µm) of the specimens obtained by SLM compared to the crosssection size of struts (500 x 600 µm 2 ) . Each strut can thus be considered as a notched beam with stress concentrations decreasing the apparent ultimate elongation .
The elasto-plastic properties of human bone in compression are higher than those of the porous structure in tension . such as von Mises stress, equivalent plastic strain, major principal stress and plastic strain were considered. After comparative analysis between numerical and experimental results, the von Mises equivalent plastic strain appeared to be the best candidate . Consequently the following criterion was proposed : otM 0 fr where ofr = ob-i ax corresponds to the equivalent plastic strain at the maximum stress value of bulk CP titanium produced by SLM. It is admitted that to be broken a whole strut section has to undergo this level of plastic strain . According to the results presented in Section 3.1 the following critical value However, to make a reliable comparison, compression tests on porous samples should be carried out.
The average nominal stress-true strain curves for each type of sample are drawn in Fig. 8 . The same Figure shows the stress-strain curves deduced from the Finite Element simulations of porous sample tensile tests . The average actual dimensions of specimens reported in Table 3 were taken into account in these FE analyses .
A good agreement between numerical and experimental curves is obtained until the fracture point of the real specimens. Table 6 summarizes the usual elastoplastic characteristics obtained via these simulations . Instead of ultimate elongations determined experimentally, the total overall strain Emax corresponding to maximal nominal stress was identified . The remaining characteristics were defined in the standard manner.
It should be noted that FE analyses have been performed without introducing a fracture criterion .
Comparing Tables 5 and 6 , a very good agreement between experimental and numerical values was found except for the Young's moduli in X direction . However the value appearing in Table 6 remains consistent with the one of Table 4 . Furthermore, the pattern defined in this work has a wireframe structure . Consequently, the individual struts are mainly under simple stress states such as tension -compression, shearing or bending . Moreover, the tensile tests performed on porous specimens have shown that all samples broke in a ductile manner. The good concurrence between these data enables the identification of a simple failure criterion for the dimensioning of porous bone substitutes . For these reasons a simple scalar failure criterion seemed to be sufficient to predict the fracture of such porous structures . Quantities was chosen : ofr = 0.11.
To illustrate the relevance of the criterion proposed, the loading at which the full strut section experiences the critical plastic strain has been identified and compared with the experimental fracture loads, for each numerical tensile test . The corresponding critical points are marked with a dotted square in Fig. 8 . It appears from this Figure that the numerical and experimental fracture points are very close. Fig. 7 shows the comparison between the iso-surfaces of otM = 0.11 and the experimental fracture facies observed with an InfiniteFocus microscope . Pictures X, Y and Z concern respectively the three numerical and experimental tensile tests on X, Y and Z porous specimens . The left part of each picture provides the FE predictions of equivalent plastic strain and the right part shows the corresponding broken strut. One can conclude that for the three samples tested the shape and location of the fracture facies and the iso-surfaces of EtM = 0.11 concord .
This comparison confirms the pertinence of such a simple criterion for the porous titanium wireframe bone substitutes processed by SLM.
Conclusions
An elementary pattern of a CPPTi structure mimicking the mechanical properties of bone and favouring bone colonization was developed in this study. This pattern is characterized by a porosity of 53% due to the periodic oblong pores of relatively important dimensions 0.9 x 0.86 x 1.5 mm 3 . Analyses performed on the bulk SLM processed samples seemed to reveal that this technology is well adapted to the manufacturing of implants . Indeed, the classical elastoplastic properties of CP Ti samples obtained via this method satisfied the international standards . Moreover, no anisotropy induced by the process was detected on the manufactured specimens . The high strength of the material tested and the existence of residual compression stresses suggested that cyclic loading can safely be applied to the SLM-made structures . To complete these observations, further analyses on the residual stresses existing in the porous structure developed in this study and on its fatigue behaviour would have to be carried out.
Mechanical tests performed on porous tensile samples at ambient temperature and under quasi static conditions led to the ductile fracture of individual struts. The critical strain and stress levels corresponded to the ultimate values of these quantities obtained via tensile tests carried out on bulk SLM-made specimens. Consequently, a simple scalar failure criterion was proposed, through experimental tests and their finite element simulations, for the design of SLMmade porous bone substitutes .
Each tensile specimen can be represented by three distinct volumes with their own stiffness connected in series, see Fig. A.1.
According to this scheme, the stretch of the porous part of the specimen can be estimated allowing the determination of its strain.
Let L 0 , L, ! 0 and lbe the initial and current lengths of gauge and porous part of the specimen, respectively, see Fig. A.1. Consequently, under the hypothesis of small strains of the bulk part of the gauge length, the stiffness to be taken into account in the correction procedure can be written as
where E is the Young's modulus of bulk titanium and So the initial cross section area of the specimen .
The equilibrium of the specimen submitted to the tension force F allows the calculation of the bulk part elongation .
The current length of the porous part can be calculated with the current distance between the measurement points and the applied tension force F l= L -Lo + !0 -K.
Consequently the strain of the porous part can be expressed as:
Since the transversal displacements have not been measured and the hypothesis of volume conservation is not valid for porous materials, it was impossible to calculate the Cauchy's true stress .
Consequently the nominal stress defined as below, a = F/ So has been used to draw the stress-strain curves for each specimen . 
